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PREFACE 


lliis  thesis  presents  the  results  of  s  field  evslustion 
of  the  Kern  DKM3-A  Astronomic  Theodolite. 

The  purpose  of  the  study  was  to  determine  if  the 
DKM3-A  could  be  expected  to  provide  "first-order**  astro¬ 
nomic  latitude  and  longitude  values  if  the  observing 
techniques ,  numbers  of  observations ,  and  methods  of  data 
reduction  such  as  those  presently  used  by  such  organisa¬ 
tions  as  the  U.  S.  Coast  and  Geodetic  Survey  (  7  ),  and 
the  1361st  Geodetic  Survey  Squadron  (  23  ),  and  suggested 
by  Or.  H.  Odermatt  <  14  >  were  followed;  and  to  evaluate 
the  DKM3-A's  practicability  as  a  field  instrument. 

The  conclusions  reached  are  primarily  based  on 
observations  made  in  September  of  1964  at  Station  OAF  B- 60- 
B  Orlando  APB,  Orlando,  Florida,  by  experienced  observers 
from  the  1381st  GSS. 

The  text  assumes  that  the  reader  is  familiar  with 
the  procedures,  instrumentation  (other  than  the  DKM3-A) , 
and  terminology  peculiar  to  such  work  and  therefore  does 
not  include  detailed  accounts  or  descriptions  in  these 

regards. 
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Chapter  1 

DESCRIPTION  OP  THE  DKM3-A 
1,1  Introduction 

The  DKM3-A  is  s  variant  of  the  Double  Circle  Tri an¬ 
gulation  Theodolite  DKM3;  the  principal  changes  being 
those  necessary  to  facilitate  the  addition  of  an  astro¬ 
nomic  micrometer.  The  Kern  Company  has  continued  to 
modify  the  DKM3-A,  since  it  was  first  made  available,  in 
an  attempt  to  produce  an  instrument  with  **f irst-order" 
capabilities,  and  has  recently  developed  promising  new 
striding  level  and  double  Horrebow  level  systems. 

The  instrument  used  during  this  study  was  purchased 
by  Ohio  State  University  in  1962  and  was  originally 
equipped  with  a  striding  level  and  a  single  Horrebow 
level  that  had  been  designed  for  the  0KM3,  The  levels 
were  relatively  insensitive  (approximately  44  seconds  of 
arc  per  2  mm  division),  and  tests  revealed  several  other 
serious  inadequacies.  The  striding  level  mount  was  too 
light  weight  and  consequently  very  unstable.  The  single 
Horrebow  level  system  was  not  heavy  enough  to  properly 
counterbalance  the  astronomic  micrometer  and  when  it  was 
attached,  the  instrument  could  not  be  properly  leveled- 
thus  making  the  Horrebow  level  useless. 

Immediately  prior  to  this  study  the  instrument  was 
updated  by  replacing  the  original  striding  and  Horrebow 
levels  with  the  newly  developed  systems.  Detailed 
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1,  Striding  Level 

2,  Viewing  Prisa  for 
Colliaation  Level 

3,  Pocns  Knob 

4,  Rheostatic  Control  Knob 
of  Drna- Scale  Lighting 

3,  Tracking  Knob 
6*  Telescope  Ocular 

7.  Drua- Scale  Reading 
Eyepiece 


8.  Circle  Reading  Eyepiece 

9.  Astronoaic  Micrometer 
Claap 

10*  Reading  Micrometer  Knob 

11.  Horizontal  Circle  Drive 

12.  Colliaation  Level  Control 
Knob 

13.  Leveling  Knob 

14.  Optical  Pluaaet 

15.  Hor rebow  Levels 


Pi  jure  1  KERN  ASTRONOMIC  THBODCLITB  -  DKM3-A 
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descriptions  of  the  improved  levels  are  given  in  section 
1*7.  Special  low  pitch  leveling  knobs  and  a  single  line 
tracking  wire  were  also  installed. 

This  chapter  contains  a  brief  description  of  the 
DKM3-A;  further  information  cjn  be  found  in  (  9  )  and 
(  10  )•  Pigure  1  is  a  picture  of  the  instrument  used 
during  this  study, 

1.2  Telescope 

The  telescope  consists  of  a  system  of  convergent 
lenses  and  concave  mirrors  so  designed  and  arranged  to 
provide  a  high  degree  of  chromatic  correction  and  excel¬ 
lent  luminosity  and  resolving  power,  while  eliminating 
undesirable  stray  light.  (See  Pigure  2) 


Pigure  3  TSLBSCOPE  COMPONENTS 
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The  objective  lens  has  an  aperature  of  72  mi  and  a 
focal  length  of  510  mm.  Two  interchangable  eyepieces 
provide  either  45X  or  27X  Magnification.  Focusing  is 
accomplished  by  a  drawtube  arrangement  controlled  by  the 
focusing  screw  that  moves  the  entire  eyepiece  aaseably 
parallel  to  the  horizontal  axis.  Focus  can  be  effected 
from  approximately  19  meters  to  infinity. 

The  system  is  quite  adequate  to  permit  the  use  of 
stars  as  din  as  6.0  magnitude  for  longitude  purposes  and 
7.0  for  latitude  determinations.  Defraction  screens  are 
available  for  use  during  observations  on  bright  stars  - 
such  as  Polaris. 

1.3  Reticule  Patterns 

The  movable  and  fixed  reticule  patterns  are  shown 
in  Figure  3. 


Figure  3  RETICULE  PATTERNS 
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The  Movable  reticule  shown  here  is  of  the  bifilar 
type  coumenly  used  in  Buropean  countries*  A  tingle  line 
type.  More  often  used  in  the  United  States  it  alto  avail* 
able* 

The  fixed  reticule  pattern  it  a  coMposite  of  lines 
that  are  used  for  various  purposes*  The  five  parallel 
lines  are  used  for  observing  star  transits  by  the  *%ye 
and  ear”  Method*  The  ten  "tick  narks"  nunbered  fron  03 
to  15  correspond  to  whole  turns  of  the  nicroneter  and  are 
used  in  conjunction  with  the  Movable  reticule  to  Measure 
asinuth  or  senith  distance  differences*  In  addition, 
there  is  a  systen  of  azinuth  graduations  that  nay  be  used 
to  orient  the  instrunent  in  asinuth  so  that  a  particular 
star  will  pass  through  the  center  of  the  reticule  -  a 
condition  necessary  for  certain  observations* 

1*4  Astronowic  Micrometer 

The  DKM3-A  is  equipped  with  an  astronomic,  or  In¬ 
personal,  nicroneter*  As  usual,  the  nicroneter  can  be 
rotated  90*  about  its  axis  to  facilitate  neasurenents  in 
either  asinuth  or  zenith  distance*  hblle  its  basic  func¬ 
tions  are  the  sane  as  those  performd  by  any  of  the  tradi¬ 
tional  astronoaic  aicroaeters,  several  iuproveaeats  and 
observer  conveniences  have  been  incorporated  into  its 
design. 

The  Kern  nicroneter  is  conpletely  optically  read* 

To  read  the  nicroneter  one  first  reads  the  auaber  of  whole 


turns  from  the  position  of  the  aovsble  wire  in  relation 
to  the  fixed  field  of  reticules,  and  then  reads  the 
fractional  part  of  the  turn,  or  **drua  value**,  through  a 
special  eyepiece  located  immediately  adjacent  to  the 
telescope  ocular,  the  drun  scale  is  graduated  into  120 
divisions  and  each  division  is  further  divided  into  half. 
(See  Figure  4)  Alternate  whole  divisions  are  nuabered 
froa  0  to  118.  The  systea  is  internally  lighted,  and  the 
lighting  intensity  is  controlled  by  a  rheostat  convenien¬ 
tly  located  on  the  aicroaeter  housing. 

The  resulting  effect  is  to  aake  it  quite  easy  for  an 
observer  to  estiaate  the  aicroaeter  value  to  the  nearest 
1/10  of  a  division,  which  corresponds  to  approxiaately 
1/10  of  a  second  of  arc  -  equatorial  value. 


Ovum  Kilt  of  tfu  tytpitci  fwcrofnsttf 
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Hooding :  79.6  drum  urtttt 
1  revolution  -  »20'/120umt* 


Figure  4  EXAMPLE  OF  DRUM- SCALE  READING 

The  aovable  reticule  is  controlled  by  two  sets  of 
tracking  knobs  reciprocally  linked  and  situated  at  right 
angles  to  one  another.  Thus,  whether  the  aicroaeter  is 
in  the  asiauth  or  senith  distance  aeasuring  position,  and 
regardless  of  the  senith  distance  at  which  the  aeasureaents 
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7  6  9  2 

1  Tofescopo  Ejropioco 

2  Drtro  Screws  of  Movable  Reticule 

3  Telescope  Focusing  Sow  with  Index  for 

Cablt  to  Chronograph 

S  Stop  for  Cow  mutator  Switching  Lovor  In  tho 
«On»  Position  (Tho  Lovor  foot  not  show  In 
tho  plcturo) 

4  hooding  Eyepiece  of  Drum  Scafo 

7  Homing  of  Bulb  for  Solo  Miwnlnatloo 
I  Rheostat  for  Adjusting  Intensity  of  Scalo 


figure  3  ASTRONOMIC  MICROMETER 
«r«  being  n«def  one  set  of  tracking  knot*  is  convenient. 

A  ping  on  the  nieroaeter  housing  provides  the  eon* 
nectione  for  a  chronograph  cable.  In  each  foil  torn  of 
the  nieroaeter  ten  ecaling  breaks  and  one  identification 
break  are  registered.  The  scaling  breaks  are  eery  nearly 
equally  spaced  at  12  division  intervals,  fron  0  to  106 


indviin,  and  the  identification  break  it  at  an  approxi¬ 
mate  drum  reading  of  4  .  When  the  registering  apparatus 
it  not  required,  the  commit ator  nay  be  aade  inoperative 
by  neani  of  a  switch  located  on  the  micrometer  housing. 
(See  Figure  3) 

1.3  Autocoll lasting  Eyepiece 

A  factory  installed  autocollinating  eyepiece  is 
available  upon  request.  The  illuaingtor  is  peraanently 
mounted  t j  the  aicroaeter  housing  and  is  connected  to  the 
instrument  lighting  system.  The  bright  lines  of  the  auto- 
collimating  diagraa  appear  against  a  dark  background. 

The  diagraa  and  the  fixed  reticule  are  on  surfaces  of  a 
beam  splitter  cube.  The  lines  of  sight  determined  by 
the  fixed  reticule  and  bright-line  pattern  are  aligned 
to  each  other  within  0.3  seconds  of  arc.  Both  the  fixed 
reticule  and  the  movable  reticule  can  be  used  for  auto- 
col  1  last  ion  in  combination  with  the  bright-line  pattern. 
The  autocollinating  system  does  not  decrease  the  total 
telescope  magnification. 

1.6  Circles 

The  0KM3-A  is  a  reiterating  theodolite.  The  horizon¬ 
tal  circle  can  be  displaced  in  either  direction  any  de¬ 
sired  amount  by  use  of  the  circle  orient iiy  gear.  Both 
the  horisontal  and  vertical  circles  are  aade  of  optical 
glass  and  are  etched  with  two  concentric  sets  of  gradu- 


at  ions  in  the  Nxa|«aia«l  «yitn*  The  outer  Mt  eoatintn 
of  lines  sad  the  inner  set  double  lines.  The 

iasges  of  diaaetrically  opposed  portions  of  the  circles 
appear  superimposed  in  the  reading  window,  and  "coin¬ 
cidence**  is  effected  by  piscine  the  sinfle  graduations 
syaaetrically  within  the  double  graduations.  The  seat 
aicroaeter  knob  is  used  to  bring  either  the  vertical 
or  horisontal  circle  into  coincidence.  The  vertical 
circle,  horisontal  circle,  and  aicroaeter  reading  win¬ 
dows  sppear  froa  top  to  bottoa  in  a  single  reading  eye¬ 
piece  located  below  the  telescope  eyepiece.  (See  Figure  0) 


Figure  6  EXAMPLE  HEADING  OF  VERTICAL  CIRCLE 
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Hi*  least  graduation  value  on  the  circles  is  10 
minutea.  Hie  nicroaeter  has  a  range  of  5  Minutes,  a 
least  graduation  of  0.5  seconds,  and  nay  be  estimated  to 
the  nearest  0.1  second.  A  triangular  index  appears  in 
each  circle  reading  window,  and  is  used  to  read  the  circle 
to  the  Multiple  of  five  Minutes  next  below  the  exact 
reading.  Hie  remaining  ninutes,  seconds,  and  decimal 
part  of  the  second  are  then  read  fron  the  Micrometer, 
and  added  to  the  above  value. 

Hie  horizontal  circle  graduations  increase  in  a 
clockwise  direction.  Hie  vertical  circle  reads  0*  at  the 
zenith  and  increases  in  a  counter  clockwise  direction. 
Since  the  instrument  is  not  equipped  with  any  type  of 
setting  circle,  the  vertical  circle  must  be  used  to  set 
zenith  distances.  Hie  triangular  index  nay  be  used  to 
estimate  minutes  directly  for  star  pick-up  purposes.  If 
the  instrument  is  in  an  ocular  east  position,  the  vertical 
circle  reads  zenith  distances  of  south  settings  directly, 
and  360#minus  zenith  distances  for  north  settings.  Hie 
reverse  is  true  for  ocular  west.  For  precise  vertical 
circle  readings,  the  vertical  collimator  bubble  must  first 
be  put  in  coincidence. 

Blaborate  laboratory  testa  of  the  plates,  micrometers, 
and  reading  techniques  utilized  in  the  DKM3  and  subsequent¬ 
ly  the  0KM3-A,  have  confirmed  the  outstanding  preciaion 
and  consistency  of  all  the  mechanical  and  optical 
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component*  C  5  )  and  <  11  ). 

1.7  Lave  la 

The  DKM3-A  ia  equipped  with  both  a  striding  level 
aod  double  Hor rebow  levels,  (see  Figures  1  and  7) 


1.  Striding  Level  2.  Horrebov  Level 

Figure  7  mil  DING  AND  HOF  RE  BOW  LtVILS 
IN  CARRYING  CAS1 
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The  striding  level  is  not  set  directly  on  the  hori¬ 
zontal  axis,  but  is  supported  by  two  seats  that  are 
parallel  to  the  axis  and  rigidly  attached  to  the  stand¬ 
ards.  The  level  is  heavily  weighted  for  stability,  and 
can  be  placed  on  the  instrument  in  only  one  position, 
i.e.  the  level  cannot  be  reversed  on  the  seats.  A  center¬ 
ing  adjustment  screw  is  conveniently  located  at  one  end 
of  the  vial  housing.  The  striding  level  cannot  be  used 
during  Horrebow-Talcott  latitude  determinations  because 
it  interfere  with  the  viewing  of  the  Ho r rebow  levels. 

The  Ho r rebow  levels  are  designed  to  be  attached 
only  after  the  instrument  has  been  set  up.  A  counter 
weight  is  attached  to  the  instrument  during  shipment, 
and  must  be  removed  before  the  Hor rebow  levels  can  be 
mounted.  Three  screws  connect  the  Horrebow  mount  to  the 
instrument  directly  opposite  the  observing  ocular.  The 
bubbles  may  be  clamped  to  the  horizontal  axis  with  the 
telescope  in  any  position  and  a  slow  notion  tangent  is 
provided  for  final  adjustment.  One  bubble  mount  is 
provided  with  a  centering  adjustment  screw  to  facilitate 
alignment  of  the  two  bubbles.  The  entire  bubble  mount 
must  be  removed  in  order  to  adjust  the  bubbles'  lengths. 

The  vials  used  in  both  the  striding  and  Horrebow 
levels  are  of  the  chamber  type  and  have  sensitivities 
of  approximately  1.3  seconds  of  arc  per  2  mm  division. 


There  are  approxiaately  40  viewable  diviaiona  and  every 
fifth  division  is  numbered  in  a  continuous  seheae  through¬ 
out  the  length  of  the  vial.  The  striding  level's  numbering 
increases  toward  the  observing  ocular.  One  of  the  Horrebow 
level's  numbering  is  biased  by  100  to  eliminate  any 
confusion  in  readings,  and  the  nuabering  increases  from 
the  observer's  right  to  left,  i.e.  ocular  east,  the 
aaxiaua  values  are  to  the  south.  The  bubbles  are  all  read 
as  reflected  iaages  viewed  in  overhead  nirrors.  Lighting 
units  are  available  for  both  the  striding  and  Horrebow 
levels. 

The  Instrument  is  further  equipped  with  a  plate 
level  with  a  sensitivity  of  approxiaately  10  seconds  of 
arc  per  2  an  division  and  a  graduated  colliaation  bubble 
for  which  vials  with  sensitivities  froa  approxiaately 
10  to  2.5  seconds  of  arc  per  2  an  division  are  available. 
The  colliaation  bubble  is  viewed  as  a  split  iaage  ia  a 
rotatable  prisa  mounted  at  the  top  of  the  standard  near¬ 
est  the  observer,  and  is  brought  into  coincidence  by  use 
of  the  colliaation  level  slow  notion  screw. 
l.<  Leveling  System 

The  DKM3-A  eliminates  many  of  the  instabilities 
inherent  in  leveling  screws  by  the  use  of  Kara's  systea 
of  leveling  cans.  A  caa  on  the  iatersurf ace  of  each 
leveling  knob  bears  on  the  inclined  supporting  surface  of 
a  boss  provided  on  the  instrument's  anchor  plate.  Ae  the 
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leveling  knob  is  turned  about  its  horizontal  axis  the 
instrument  is  raised  or  lowered.  The  weight  of  the  in¬ 
strument  acting  on  the  system  assures  that  it  comes  to 
rest  at  the  lowest  possible  point,  and  eliminates  lateral 
motion.  (See  Figure  8) 

The  system  provides  a  limited  leveling  range,  and 
therefore  requires  preliminary  leveling  of  the  supporting 
base.  A  Kern  trivet  or  tripod  meets  this  requirement. 


The  DKK3-A  utilises  the  Kern  precision  ball-bearing 
vertical  axis  system.  (See  Figure  9)  The  basic  coupon- 
ents  of  this  system  are  a  short  ve’  tical  axis,  approxi¬ 
mately  2.5  cm.  in  length  that  serves  as  a  centering  pivot 
only  and  does  not  support  any  of  the  alidade  weight 
and  a  concentric  ring  of  steel  ball-bearings  that  run 
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between  two  optically  flat  races  and  support  the  alidade* 


The  result  is  a  highly  stable,  free  running  systea 
that  is  particularly  insensitive  to  teaperature  varia¬ 
tions  and  lubricant  viscosities*  Inherent  instabilities 
are  said  to  be  less  than  one  second* 


1*  Vertical  Axis  4*  Leveling  Knob 

2*  Horizontal  Circle  5*  Anchor  Plate 

3*  Ball-Bearing  Raceway 

Figure  9  SECTION  THROUGH  BASE  OP  DKM3-A 


1*10  Optical  Pluaaet 

The  instruaent  has  an  optical  pluaaet  aounted  in 


the  alidade. 


Chapter  2 

INSTRUMENT  CALIBRATION 


2.1  Bubble  Sensitivities 

The  striding  level  and  Horrebow  levels  bubble  vials 
sensitivities  were  determined  by  Kern's  Port  Chester, 

New  York,  office  at  the  time  of  their  installation 
approximately  one  week  before  the  beginning  of  this  study. 

The  calibrations  were  made  against  the  instrument's 
vertical  circle,  and  the  final  accepted  value  is  the 
result  of  a  aeries  of  5  determinations  (  22  )•  The 
sensitivities  per  division  were  found  to  be: 

Striding  level  ll*6  *  0P10 

Horrebow  levels  1P3  *  0P10 

1P4  *  0P10 

2.2  Astronomic  Micrometer  Constants 

The  astronomic  micrometer  was  examined  to  determine 
the  "mean  width  of  contact",  the  "lost  motion",  and  the 
"equatorial  value". 

2.21  Mean  Width  of  Contact 

The  contact  strips  used  in  the  astronomic  micrometer 
time  recording  apparatus  have  finite  widths  that  cannot 
be  considered  negligible  for  precise  time  determinations. 
The  individual  widths  do  not  vary  significantly  and  a 
mean  value  nay  be  used  to  make  the  necessary  correction. 

A  mean  width  determination  was  made  in  the  field 
during  the  process  of  this  study.  The  results  of  10  sets 
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of  neasu resents,  each  set  consisting  of  s  reading  of  the 
width  of  each  of  the  10  contacts,  yielded  a  wean  width 
of  0.713  *  .006  drun  divisions. 

2.22  Lost  Motion 

If  the  Movable  wire  is  set  on  soae  fixed  object  such 
as  the  10  line  of  the  fixed  reticule,  once  by  approaching 
it  froM  lesser  values  and  once  from  greater  values,  the 
two  readings  will  not  be  identical.  The  absolute  differ¬ 
ence  of  the  readings  is  defined  to  be  the  lost  notion  of 
the  uicroneter. 

The  lost  notion  is  thought  to  be  effected  by  the 
position  of  the  movable  wire  within  the  field  of  view 
and  the  position  of  the  telescope  in  senith  distance. 

The  0KM3-A  is  satisfactorily  equipped  for  lost  notion 
deternination  only  at  the  center  of  the  field  -  at  the 
10  wire. 

For  the  purpose  of  this  study  the  lost  notion  was 
evaluated  for  senith  distances  of  45*,  30*,  and  0*» 
(vertical  circle  settings  of  45*,  30* ,  0*,  330*,  315*) 
Bach  deternination  consisted  of  a  set  of  10  readings. 
Variations  in  the  lost  notion  were  snail  and  yielded  a 
nean  lost  notion  of  0.244  1  .008  drun  divisions. 

2.23  Bquatorial  Value 

The  DKM3-A* s  astronomic  uicroneter  was  designed  to 
have  an  equatorial  value  of  one  turn  of  approxinately  two 


ni nates  of  arc  or  8  seconds  of  tine*  Bach  instrument 
will  have  a  slightly  different  value  and  the  value  for 
any  particular  instruaent  will  change  slightly  with  changes 
in  focus*  For  this  reason,  a  best  fitting  equatorial 
value  is  coaputed  as  part  of  the  least  squares  adjustment 
of  each  latitude  determination  by  tne  Horrebo-  -Talcott 
■ethod. 

The  equatorial  value  for  the  instruaent  used  during 
this  study,  as  derived  fron  the  latitude  observations, 
is  approximately  118P5  or  7W. 

2.24  Coaoenta 

The  Micrometer  has  a  rather  large  aaount  of  lost 
sntion  which  is  usually  considered  undesirable. 

Hoskinson  and  Duerksen  <  7  )  warn  that  the  lost  notion 
nay  vary  unpredictably  within  the  field  of  view,  and 
it  is  possible  that  the  "stationary  lost  notion" 

(dete rained  here)  nay  differ  fron  what  night  be  called 
the  "dynamic"  lost  notion  •  this  being  the  lost  notion 
at  a  point  when  the  screw  is  rotating  rapidly  enough 
for  star  tracking. 

It  continues  that  if  the  stationary  lost  notion  is 
nearly  zero  it  is  probable  that  the  effect  of  dynanic 
lost  notion  nay  be  ignored,  but  if  this  condition  is  not 
net,  it  nay  be  necessary  to  determine  the  dynamic  lost 
notion  through  much  nore  elaborate  procedures.  Such  an 


investigation  is  outside  the  scope  of  this  field  study, 
but  it  is  Mentioned  here  as  a  possible  source  of  Micro* 


neter  error. 


OBSERVATIONAL  METHODS  AND  SPECIFICATIONS 
3«1  Introduction 

At  present  there  are  several  U.S.  Government  Agencies 
doing  precise  astronomic  latitude  and  longitude  determin¬ 
ations  through  out  the  world,  while  each  such  organisa¬ 
tion  may  have  slightly  varying  techniques  and  specifica¬ 
tions  that  define  various  accuracy  class if icat ions v  the 
differences  are  usually  insignificant  and  in  general  one 
can  group  such  observations  into  one  of  the  three  following 
categories  -  "first-order",  "nodified-f irst-order", 
"second-order". 

The  less  precise  second-order  methods  usually  do  not 
require  an  instrument  equipped  with  an  astronomic  micro¬ 
meter  and  are  well  suited  to  instruments  such  as  the  Wild 
T-3  or  the  Kern  OKM-3  theodolites.  Several  second-order 
methods  are  described  in  detail  in  (  4  )  and  (  15  ). 

The  more  precise  first-order  and  modified- first -order 
position  determination*  depend  on  the  Horrebow  Talcott 
latitude  method  and  the  Meridian-Transit  longitude  method. 
Both  observations  require  the  use  of  an  astronomic 
micrometer  and  special  highly  sensitive  level  systems 
usually  found  only  on  instruments  specifically  designed 
for  such  work. 

The  following  sections  give  a  brief  description  of 
the  first-order  and  nodified-f irst-order  procedures  and 
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the  specifications  followed  during  the  observing  and 
computing  facets  of  this  study* 

3*2  Latitude  by  the  Horrcbow-Talcott  Method 

3*21  Description 

The  Horrebow-Talcott  nethod  for  precise  latitude 
determination  consists  of  Measuring  the  difference  in 
meridian  zenith  distance  of  two  stars  at  nearly  equal 
altitudes  and  right  ascensions  that  culminate  on  oppo«> 
site  sides  of  the  zenith*  The  snail  difference  in 
zenith  distances  is  Measured  by  an  astrononic  micrometer, 
and  Horrebow  levels  provide  a  Measurement  of  any  Meri¬ 
dional  inclination  of  the  instrument  during  the  observ¬ 
ing  period* 

The  latitude  of  the  observing  station  ia  the  mean 
of  the  declinations  of  the  tvo  stars  plus  the  algebraic 
sum  of  one  half  of  the  observed  Micrometer  difference, 
one  half  of  the  difference  in  Meridional  inclination  of 
the  coll inat ion  axis  during  the  observations,  and  one 
half  of  the  difference  in  refraction  of  the  tvo  zenith 
angles*  If  either  or  both  of  the  stars  ia  observed  prior 
to  or  after  culmination  a  correction  torn  must  be  applied 
to  reduce  the  observation  to  the  Meridian* 

The  USCfcGS  adopted  the  Horrebow-Talcott  method  as 
their  standard  of  latitude  deternination  la  1251,  and  a 
detailed  account  of  their  observational  techniques  and 
computations  are  presented  ia  (  7  ), 
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3.22  Latitude  Equation 

While  the  general  Korrebow-Talcott  latitude  equa- 
tion  ia  independent  of  the  instru»ent  used,  the  aigna 
•f  the  nicroneter  and  level  terns  do  depend  on  the  direc  - 
tion  and  fore at  of  the  graduations  of  the  scales  in¬ 
volved*  and  therefore  the  exact  latitude  equation  mist 
he  deteruined  for  the  particular  instrunent  used  (  2  )• 

The  equation  given  below  is  applicable  to  observations 
node  with  the  DKM3-A. 

♦  ■  i<$n*  $s>  ♦  i  *  <Me  -  M*>  ♦ 

♦  <!♦*:> 

Th  <(n  ♦  n»  ♦  s  ♦  a*)w  -  (n  ♦  n*  ♦  s  ♦  s*)#>4 
♦  i  <r  -  r*)  ♦  i  <n  ♦  n*) 

ja»  (•  “«  the  apparent  declination  of  the  north  and 

south  stars. 

He*  the  nicroneter  readings  with  ocular  east  and 

v*etj  expressed  in  whole  and  decinal  parts  of  turns. 

*  is  the  equatorial  value  of  one  turn  of  the  nicroneter 
seconds  of  arc.  An  approxinate  value  is  used  for  the 
initial  computation  end  a  best  fitting  value  is  deteruined 
as  a  part  of  the  adjustnent. 

(n  ♦  n*  ♦  s  ♦  s*)*,  <n  ♦  n»  ♦  s  ♦  s*)€  are  the  Horrebow 
iwvel  readings*  north  snd  south  ends*  with  ocular  west 

and  east. 

(r  •  »•)  Is  the  difference  ia  refraction  of  the  two  stars* 
ia  seconds  of  arc*  and  will  have  the  sane  sign  as  the 
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aicroaeter  correction.  Tables  VIII,  VI,  and  VII  of  (  7  ) 
■ay  be  used  to  coapute  the  asgnitude  of  the  correction, 

(a  ♦  a')  is  the  sua  of  the  aeridian  corrections  and  is 
applied  only  if  one  or  both  of  the  stars  are  observed 
prior  to  or  after  transit.  It  can  be  directly  inter¬ 
polated  froa  Table  X  of  (  7  )• 

d,  d*  are  the  sensitivities  in  seconds  of  arc  of  each 
Horrebow  level  per  division. 

3.23  AdJustaent  of  Latitude 
Individual  latitudes  differing  froa  the  aeaa  lati¬ 
tude  by  aore  than  31*0  are  first  rejected.  After  a  new 
aean  latitude,  corresponding  residuals,  and  the  probable 
error  of  a  single  observation,  ep,  have  been  coaputed, 
each  reaaining  observation  is  examined  for  possible  re¬ 
jection  due  to  an  abnoraally  high  residual  to  Op  ratio* 

Ch sure net  derived  a  set  of  rejection  limits  baaed  oa  the 
aoaber  of  observations  and  the  residual  to  e^  ratio  froa 
the  theory  of  least  squares.  Their  applications  are 
described  in  detail  in  <  7  )•  Based  oa  his  uork,  the 
following  rejection  criteria  have  generally  beea  accepted 
an  valid  when  the  nuaber  of  observations  is  approxiaately 
20  or  aore.  Any  observation  with  a  residual  greater  thaa 
Sep  is  aatoaatically  rejected*  la  addition,  3$ep  is  used 
as  a  doubtful  liait  and  if  additional  evidence  indicates 
that  an  observation's  validity  is  questionable,  such  as 
an  observer's  field  note,  contradictions  in  the  field 
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records,  or  s  large  probable  error  of  one  or  both  of  the 
stsrs'deelinations  as  tabulated  in  the  atar  catalogue, 
the  observation  should  be  rejected,  For  fewer  observa¬ 
tions,  refer  to  "Reduction  of  Doubtful  Observations"  page 
136  of  C  7  ). 

Subsequent  to  the  above  rejections  and  prior  to  the 
final  sdjustnent  the  algebraic  sun  of  the  nicrosieter 
differences  nust  be  checked  to  see  that  it  is  less  than 
the  total  nuaber  of  acceptable  pairs.  If  not,  additional 
star  pairs  auat  be  rejected  on  the  basis  of  largest 
nuaber  of  nicroaeter  turns  and  naxinun  residuals  until 
s  sufficent  balance  is  effected. 

The  accepted  latitudes  are  then  adjusted  to 
determine  the  aost  probable  station  latitude.  The  obser¬ 
vation  equation  set  up  for  each  latitude  is  of  the  forat 
c  -  hr  ♦  A4  ■  v 

hberet 

e  is  the  amount  in  seconds  of  arc  by  which  the  arith¬ 
metic  mean  latitude  differs  froa  the  aost  probable  value, 
r  is  the  aaount  in  seconds  of  arc  by  which  the  assumed 
half  turn  value  should  be  corrected. 

H  is  the  nicroaeter  difference  in  turns  for  the  pair. 

A 4  is  the  average  latitude  minus  the  latitude  determined 
by  that  pair. 

A  complete  derivation  of  the  observation  equation 
froa  the  latitude  equation  is  given  in  (  1?  ). 


25 


If  p  is  the  lumber  of  sccepted  latitudes  the  normal 

equations  become:  pc  -Mr  ♦  [A  *  0 

•Me  ♦p«]r  -p  aJ)  ■  © 

Using  the  r  determined  by  solving  the  normal  equations* 
the  individual  latitudes  are  corrected  and  the  mean 
observed  latitude  and  corresponding  residuals *  v*s*  are 
computed.  The  probable  error  of  a  single  observation 
Opf  and  the  probable  error  of  the  latitude*  eg  9  are  com¬ 
puted  from  the  formulas: 

ep  •  *  0.6743 

eg  ■  *  0.6745 

3.24  Latitude  Specifications 

A  **flrst-orderM  latitude  determination  should  depend 
on  approximately  24  acceptable  star  pairs*  20  being  an 
absolute  minimum*  giving  a  probable  error  (eg)  equal 
to  or  less  than  1  0P10.  The  observations  must  be  made 
on  too  or  more  nights  with  a  minimum  of  8  acceptable 
pairs  being  observed  on  any  particular  night.  The  algebraic 
sum  of  the  measured  micrometer  differences*  in  turms* 
must  be  less  than  the  number  of  acceptable  pairs  observed 
that  night.  No  stars  should  be  observed  at  semlth  dis¬ 
tances  greater  than  45*  •  Star  pairs  may  mot  be  repeated* 
but  any  individual  star  may  be  repeated  if  it  is  paired 
with  a  different  star  each  time.  Tbs  stars  should  be 


26 


•elected  from  a  general  star  catalogue  such  as  (  3  )• 

A  Modified  first-order'*  latitude  determination 
should  depend  on  approximately  16  acceptable  star  pairst 
12  being  an  absolute  minimum,  requiring  only  one  night's 
observations  with  a  maximum  probable  error  of  *  01*20  or 
6  0P25,  All  other  specif icati.vns  are  the  same  as  for 
"first-order"  determinations, 

3,3  Longitude  by  the  Meridian- Transit  Method 

3,31  Description 

The  determination  of  an  observer's  longitude  con¬ 
sists  of  measuring  the  difference  between  the  Local 
Sidereal  Time  (LST)  at  the  observer  and  the  Greenwich 
Sidereal  Time  (GST)  at  the  same  instant.  The  GST  is 
readily  attainable  in  the  form  of  Universal  Time,  from 
various  radio  time  signals,  and  the  LST  can  be  deter¬ 
mined  by  observing  the  meridian  transit  times  of  stars- 
at  the  instant  of  transit  the  LST  is  equal  to  the  star's 
right  ascension. 

In  practice,  some  value  is  assumed  for  the  observer* 
longitude  and  a  sidereal  chronometer  is  set  to  the  corres 
ponding  LST.  The  difference  between  this  assumed  LST 
and  GST  is  checked  at  frequent  intervals  to  determine 
the  chronometer's  correction  and  rate.  The  transit  times 
of  a  number  of  stars  are  then  recorded  in  reference  to 
the  assumed  LST,  Any  difference  between  the  observed 
time  of  transit  (recorded  time  of  transit  corrected  for 
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instrumental  constants,  instrument  dislevelaent,  sad 
diurnal  aberation)  sad  the  apparent  right  aaceaaiea  of 
the  star  consists  of  a  correction  to  the  assuaed  long¬ 
itude  and  a  reduction  to  the  meridian.  A  set  of  such 
star  observations*  selected  to  fulfill  certain  specifi¬ 
cations  v  (See  3*33)  constitutes  one  longitude  deternin- 
ation  or  aeridian  transit. 

3.32  Longitude  Reductions 
An  observation  equation  of  the  foras 
AA  -  As  ♦  (  ct  -  t  -  At  )  ■  » 
is  formed  for  each  star  and  a  least  squares  edjustaent  is 
perforaed  to  deteraine  the  best  fitting  aA and  a  for  each 
set. 

Mieres 

AA  is  the  correction  to  the  assuaed  longitude. 
e  is  the  asiauth  of  the  instruaeats  colliaatioa 
axis  during  the  observations,  (reduction  to  aeridiaa) 

QC  is  the  apparent  right  ascension  of  the  star. 

A  is  the  star  asiauth  factor  and  can  be  directly 
interpolated  froa  Table  111  (  7  )• 

t  is  the  observed  tiae  of  transit. 

At.  is  the  chronoaeter  correction. 

Any  star  yielding  a  AAthat  is  greater  than  0?2 
froa  the  set's  aeaa  is  rejected,  lhe  probable  error  of 

AA  as  deteraiaed  by  a  single  star,  eg#  and  the  prcb- 
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able  error  of  the  set's  Mean  AAt  er#  are  computed  from 
the  acceptable  stars  using  the  following  equations. 

er  ■  *  .6745  I  [w] _ _ 

n  (n  -  lj 

The  probable  error  of  the  mean  aA  of  a  set  should 
not  coaaonly  exceed  2  of025  and  if  such  a  determination 
also  differs  from  the  arithaietical  mean  of  all  the  sets 
observed  by  more  than  0V03,  or  if  some  other  evidence 
indicates  that  the  determination  may  not  be  valid,  it 
may  be  rejected.  Any  determination  differing  from  the 
mean  by  more  than  0904  is  automatically  rejected. 

The  probable  error  of  a  single  determination,  ej, 
and  the  probable  error  of  the  mean  longitude,  e|,  are 
computed  from  equations  of  the  same  form  as  above,  where 
the  residuals  now  refer  to  the  arithmetical  mean  of  all 
the  acceptable  determinations. 

3.33  Longitude  Specifications 

A  "first-order"  longitude  is  composed  of  at  least 
6  (some  organizations  require  8)  longitude  determinations 
with  a  maximum  probable  error  of  the  mean  longitude  of 
8  0W0.  The  observations  must  be  made  on  two  or  more 
nights  with  a  minimum  of  two  acceptable  determinations 
being  observed  on  a  night  different  from  the  others. 

Each  longitude  determination,  or  time-set,  consists 


ta  ■  *  .6745  J 
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of  fro*  5  to  8  acceptable  start  bracketed  by  radio 
chronometer  comparisons.  The  stars  should  bo  as  evenly 
distributed  north  and  south  of  the  senith  as  possible* 

An  acceptable  5  star  set  oust  contain  2  north  (south) 
and  3  south  (north)  stars.  The  selected  stars  should 
have  a  naxinun  A-f actor  of  8  0*80  and  the  algebraic  sun 
of  the  A's  for  any  deteraination  should  not  exceed  *  1*00* 
The  instrunent  should  be  within  lfo  (a)  of  the  Meridian 
throughout  the  observations.  At  least  10  breaks  before 
transit  and  the  corresponding  breaks  after  transit  whose 
suns  do  not  vary  wore  than  0f5  are  required  for  an  accept* 
able  star  track.  The  stars  are  selected  fron  the 
Apparent  Places  of  Fundamental  Stars  -  PI4  star  catalogue. 

Bach  radio-chronometer  comparison  should  be  the 
result  of  about  20  scaled  radio  breaks  and  the  decimal 
portion  of  any  particular  break  should  not  vary  from  the 
mean  by  more  than  0|0S. 

A  "modified  first-order"  longitude  is  composed  of 
at  least  3  (4  being  more  desirable)  determinations  with 
a  maximum  probable  error  of  the  mean  longitude  of  8  0P25* 
All  of  the  observations  nay  be  performed  during  one  night* 
All  other  specifications  are  the  same  as  the  "first**order" 
determinations. 

3.4  Computations 

All  of  the  latitude  and  longitude  observations  made 
during  this  study  were  computed  by  the  1381st  GSS*§ 
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electronic  computer  using  the  saae  programs  they  developed 
to  reduce  their  precise  position  observations.  The  re¬ 
jections  of  doubtful  observations  and  the  final  adjust¬ 
ments  were  done  by  hand,  following  the  procedures  pre¬ 
viously  outlined. 


CHAPTER  4 
FIELD  OBSERVATIONS 
4.1  Station  Description 

0AFB-60-E  it  the  station  designation  of  tbo  oast 
pillar  in  the  13Slst  Geodetic  Surrey  Squadron's  Astronoaic 
Observatory  located  at  Orlando  AFBt  Orlando  Florida* 

(See  Figure  10) 


Flaure  10  STATION  LOCATION 

The  observatory  is  a  snail  wooden  structure  with 

retracts'  ?  roof  sections  and  slot  type  windows  that 

when  openej  provide  a  coapletely  unobstructed  view  of  the 

acridian  fron  the  north  to  south  horisons.  It  houses  two 

isolated  concrete  pillers  suitably  designed  to  support 

instruaents  for  precise  astronoaic  observations.  Figure 

11  is  a  picture  of  the  observatory  as  viewed  froa  the 

31 


32 


Figure  11  THE  1381st  GSS  ASTRONOMIC  OBSERVATORY 

Hie  observatory  has  been  in  nearly  constant  use 
since  its  construction  for  training  Air  Force  personnel 
in  the  use  of  the  Wild  T-4  Universal  Theodolite  for  pre¬ 
cise  astronoaic  latitude  and  longitude  deterainations. 

The  station  coordinates  nay  be  assuaed  to  be  quite  ac¬ 
curately  known  and  provide  an  excellent  standard  against 
which  the  EKM3-A  results  nay  be  conpared. 

The  astronoaic  observations  nade  in  the  observatory 
are  reduced  to  the  geodetic  station  OAFB-60  located  0?004 
west  and  0736  north  of  0AFB-60-B.  The  station  elevation 
is  approxiaately  30  asters,  which  neans  that  the  reduction 
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to  the  geoid  say  be  considered  to  be  sero.  The  astro- 
noaic  coordinates  of  station  OAPB-60  arcs 

Latitude  28*  34*  03960  North 

Longitude  03*  25*  17?333  Nest 

The  latitude  refers  to  the  B*1*H*  pole*  The  longitude 
le  refered  to  the  UT2  tine  system,  and  includes  a 
correction  to  reduce  it  to  the  prior  1960  WWV  system. 

(sjee  Section  4*7) 

\ 

4*2  Auxiliary  Equipment 

All  of  the  equipment  used  during  the  field  observa¬ 
tions  (  other  than  the  DKM3-A,  belongs  to  the  1381st  GSS* 

The  equipment  was  purchased  specifically  for  precise 
astronoaic  work  and  is  of  the  highest  quality* 

A  Hard in  two-second  break  circuit  sidereal  chronometer t 
electric  drum  type  chronograph  and  an  astronoaic  amplifier 

were  used  for  recording  the  tine  signals  and  tines  of 
i  ' 

star  transits  for  longitude  observations*  A  Zenith 

Transoceanic  radio  was  used  to  receive  the  radio  tiae 

signals*  A  tape  inf  theraooeter  and  a  pocket  barometer 

provided  field  teaperaturea  and  barometric  pressures , 

and  the  readings  were  checked  frequently  against  those 

obtained  froa  the  McCoy  APB  weather  station* 

(9ee  Figure  12) 
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1.  DTM3-A  3*  Astronoaic  Amplifier 

2.  Zenith  Transoceanic  4.  Drum  Chronf raph 

Radio  3*  Nardin  Sidereal  Chronoaeter 


figure  12  DKM3-A  WITH  AUXILIARY  EQUIPMENT 
4,3  Obaervera 

While  the  observers  were  all  experienced  in  asking 
first-order  position  observations  with  the  Wild  T-4t 
unfortunately  they  had  no  prior  experience  with  fern 
instruments.  Changes  in  inst ruaent at ion  are  especially 
effectual  to  longitude  observations,  and  even  ainor 
changes  in  such  physical  items  as  the  spacing  and  dis¬ 
aster  of  the  tracking  knob?  and  the  aicroaeter's  track¬ 
ing  ratio  create  a  change  in  what  nay  be  described  as 
the  "feel"  of  the  instruments  As  a  result  the  observer 
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■a y  find  it  difficult  to  track  a  a tar  aa  smoothly  aa 
aoraalf  and  the  accuracy  of  the  tine  of  transit  becomes 
questionable.  Readings  froa  tha  unfamiliar  plataa  and 
micrometer  are  alao  more  prone  to  errors* 

Tha  tiae  available  for  the  field  work  portion  of  this 
study  ns  liaited  and  bad  weather  further  raatricted  tha 
nuaber  of  observations  that  could  be  accomplished.  Tha 
raault  war  that  tha  observers  had  only  tha  Boat  liaited 
tiae  in  which  to  becoae  faailiar  with  the  DDG-A,  and 
aoae  of  the  firat  longitude  star  tracka  ware  rather 
inconsistent.  Aa  the  observers  experience  with  tha 
inatruaert  increased,  the  works  consistency  alao  increased. 
4.4  leather 

The  weather  was  a  significant  factor  during  thin 
study.  The  observations  were  begun  on  tha  Slat  of  august 
1964  and  there  followed  about  one  weak  of  fairly  clear 
weather  in  which  3  first-order  latitudes  and  3  first- 
order  longitudes  were  obe erred.  Oaring  this  tine  a  large 
hurricane,  Diane,  was  approaching  the  station  free  very 
nearly  doe  east,  and  on  the  10th  of  September  passed  Jitt 
north  of  Orlando  bringing  winds  in  excess  of  SO  miles 
per  hour  and  over  •  inches  of  rain  to  the  area*  Observa¬ 
tions  were  resumed  on  the  13th,  but  the  weather  continued 
to  be  rather  unstable  throughout  the  remaining  observations* 

It  is  very  difficult  to  determine  just  what  effect 
the  approach  or  retreat  of  such  severe  weather  could  have 
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Ml  astronomic  observations.  It  is  known  that  tht 
phenomenon  known  ss  s  "tilted  atmosphere"  (tilted  isotherms* 
Isobars*  air  densities)  can  cause  significant  local 
lateral  refraction  and  (  1  )  has  recorded  correlation 
between  wind  conditions  and  apparent  changes  of  longitude. 
Intimations  of  the  Magnitude  of  such  atnospheric  effects 
wary  greatly  with  investigators. 

4.5  Latitude  Observations 

A  total  of  4  first-order  and  one  nodified-fir at -order 
latitudes  were  observed  by  5  different  observers.  The 
results  are  tabulated  in  Table  1  .  The  mean  observed 
latitude  was  computed  using  a  weight  of  ^  for  each 

S 

determination. 

4.6  Analysis  of  Latitude  Results 

The  latitude  determinations  are  what  night  be  described 
as  "typical"  Hor rebow  Talcott  latitude  observations.  The 
maximum  variation  in  the  final  observed  latitudes*  uncor¬ 
rected  for  polar  motion*  is  01*24.  The  mean  correction 
to  the  provisional  B.I.H.  pole  (  23  )  ever  the  period  of 
these  observstions  was  approximately  ♦  01*02.  If  the 
correction  is  added  to  the  mean  observed  latitude*  the 
final  mean  latitude  becomes  28*  34*  03P63.  The  latitude 
as  determined  by  the  EKM3-A  agrees  with  the  station 
latitude*  as  determined  by  the  T-4*  and  it  seems  likely 
thst  no  "instrument  equation"  exists  between  the  two 
instruments. 


LATITUDE  OBSERVATIONS 


Observer 

Date 

Pairs 

Observed 

Latitude 

• P 

o 

1 

31  Aug , 

15 

28*  34* 

2  Sept. 

12 

03734 

*0747 

*0709 

2 

1  Sept, 

15 

3  Sept, 

12 

03,10 

0,46 

0,09 

3 

5  Sept, 

15 

6  Sept, 

10 

03,22 

0,50 

0,11 

4 

13  Sept, 

16 

17  Sept, 

16 

03,32 

0,38 

5 

18  Sept, 

16 

03,10 

0,63 

IS 

Mean  Observed  Latitude  28*  34*  03?25 


Reduction  to  OAPB-60  ♦  0.36 

Mean  Observed  Latitude  of 

Station  OAF  R- 60  38  34*  03V61  «0V04 


Table  1  LATITUDE  OBSERVATIONS  AND  RESULTS 

4,7  Longitude  Observations 

A  total  of  29  lonf itude  determinations  (sets)  were 
observed  b y  3  different  observers  deri^  this  study, 
Tsble  2  gives  a  schedule  of  the  obeervstioas  sad  lists 
the  observations  rejected. 

Tables  3,  4V  and  5  give  summaries  of  the  accepted 
observations  by  each  observer,  and  contain  the  final 
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redaction  to  the  geodetic  station.  The  observed  values 
have  been  corrected  to  UTO  tiae,  and  a  provisional  UT2 
value v  based  on  the  provisional  correction  (  23  )  is 
also  given.  The  U.T,  correction  was  added  to  reduce 
the  longitude  to  the  systea  used  prior  to  I960,  The 
correction  is  the  result  of  a  change  in  the  accepted 
lo^itude  on  which  the  WWV  radio  tiae  signals  are  based 
(  19  )  and  (  20  )•  The  aean  observed  longitude,  computed 
froa  the  provisional  UT2  values  using  a  weight 
for  each  deteraination  is  05*1  25*  17?350  *0?011  • 


LONGITUDE  OBSERVATIONS 

Observer 

Date 

Nuaber  oi 
Sets 

Sets 

HI 

Observed 

Rejected 

1 

4  Sept. 

4 

jggm 

2 

5  Sept, 

4 

2 

6  Sept, 

3 

None 

0 

2 

7  Sept, 
(aorning) 

2 

None 

0 

7  Sept. 

6 

113 

2 

(night) 

17  Sept. 

a 

112 

2 

3 

16  Sept. 

4 

4 

1 

(aorning] 
16  Sept, 
(night) 

4 

3 

1 

Tbtal 

29 

10 

Table  2  SCHEDULE  OP  LONGITUDE  OBSERVATIONS 
AND  REJECTIONS 
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LONGITUDE  DETERMINATION  OBSERVER  1 


Date 

Longitude 

•a 

•r 

4  Sept. 

03*  25*  17?316 

40f016 

ac  foot 

17.319 

*042 

.017 

5  Jept, 

17.309 

*047 

*019 

17*326 

l 

•023 

6  Sept* 

17*318 

•079 

•032 

17*346 

•047 

•019 

17.334 

.037 

•015 

Mean 

05*  25*  17 f 324 

40.009 

i0f003 

Mean  Observed  Longitude  05*  25a  17?324  (Meat) 
U.T.  Correction  ♦  0*044 


UTO  -  Signal  •  0*024 

Reduction  to  OAF  B- 60  ♦  0,004 

Astrononic  Longitude  (UT0)05*  25*  17 f 346 

Provisional  Correction 

UTO  to  UT2  -  0*010 

Astrononic  Longitude  . 

Provisional  UT2  05*  23*  17f336 


Table  3  SUMMARY  OF  LONGITUDE  -  OBSERVER  1 


LONGITUDE  DETERMINATION  OBSERVER  2 


Date 

Longitude 

•a 

•r 

7  Sept. 

05*  25*  17?298 

t0?057 

601025 

(norning) 

17.328 

.042 

•017 

7  Sept. 

17.306 

•027 

•012 

(night) 

17.321 

.046 

•019 

17.350 

.065 

•027 

17.311 

.045 

.018 

Mean 

05*  25"  17?319 

40?009 

40.005 

Mean  Ob# erred  Longitude  05*  25"  17 f 31 9  (west* 


U.T.  Correction  ♦  0.044 
UTO-  Signal  -  0.027 
Reduction  to  0APB-60  ♦  0.004 
Aatrononic  Longitude  (UTO)  05*  25s  17? 340 


Provisional  Correction 

UT°  to  UT2  -  0.011 

Aatrononic  Longitude 

Provisional  UT2  05“  25*  17 f 329 


Table  4  SUMMARY  OP  LONGITUDE 
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LONGITUDE  DETERMINATION 


Date 

Longitude 

16  Sept. 

05*  25*  17 f 36 9 

(morning! 

17.379 

17.361 

16  Sept. 

17.396 

(night) 

17.374 

17.399 

Mean 

05h  25*  17f380 

*0f027 

•021 

•051 


[•w.j 


•021 

•062 


.016 

•Oil 

•014 

•025 


Mean  Observed  Longitude 
U.T.  Correction 
UTO  -  Signal 
Reduction  to  OtfMO 


40 foil  40?004 


05*  25"  17 f 360  (Neat] 

♦  0*044 

♦  0.031 

♦  0.004 


Astronomic  Longitude  (UTO)  05h  25*  17?397 
Pr oris ion al  Correction 

UTO  to  UT2  -  0.014 

Astronomic  Longitude  * 

Provisional  UT2  05*  25*  17?363 


Astronomic  Longitude 
Provisional  UT2 


Table  5  SUMMARY  OP  LONGITUDE  -  OBSERVER  3 
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4,8  Analysis  of  Longitude  Results 

A  total  of  10  seta  of  longitude  were  rejected  after 
conputation.  tftxile  the  nunber  of  rejects  does  seen 
exceptionally  high  the  reasons  for  the  rejections  are 
significant  and  mist  be  considered  before  any  conclusions 
can  be  made. 

Three  seta  were  rejected  due  to  gross  misalignment 
of  the  instrument  in  azimuth,  on  two  or  more  stars  of  a 
set,  of  such  magnitude  that  could  only  result  from  the 
observer  misreading  the  horizontal  plate.  These  rejections 
could  be  directly  attributed  to  observer  inexperience 
with  the  instrument.  In  addition,  2  sets  observed  by 
Observer  2  on  the  17th  of  September,  some  ten  days  after  his 
other  observations,  agreed  closely  with  each  other,  but 
differed  from  the  mean  of  all  his  observations  by  more 
than  0?04.  They  did  agree  very  closely  with  observations 
made  by  Observer  3  on  the  two  immediately  prior  nights. 

The  marked  difference  in  the  observations  made  by  the 
same  observer  might  well  have  been  caused  by  the  severe 
changes  in  the  weather  conditions,  particularly  a  change 
in  the  wind  direction,  or  to  changes  in  the  auxiliary 
equipment  used,  or  to  a  combination  of  such  unknown 
factors.  Similar  observations  have  been  recorded  using 
accepted  "first-order”  instruments.  The  remaining  re¬ 
jections  were  due  to  residuals  in  excess  of  0f04  or  a 
combination  of  high  residuals  and  high  probable  error 
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of  the  set* 

No  effort  was  made  to  rescale  the  star  transit 
tines,  an  operation  that  can  soaetiaes  change  the  A  A 
as  determined  by  a  set  significantly.  When  such  a  condi¬ 
tion  exists  it  usually  is  related  to  observations  that 
have  inconsist ant  star  tracks,  tAich  are  indicative  of 
bad  visibility  or  observer  inadequacies  rather  than  the 
instrumentation.  It  seeas  wiser  to  siaply  reject  such 
work. 


CHAPTER  3 


PRACTICABILITY  OP  THE  DKM3-A  AS  A  FIELD  INSTRUMENT 

3.1  Introduction 

The  design  and  production  of  s  highly  precise  field 
instrusient  is  as  auch  an  art  as  an  engineering  feat. 
Accuracy,  feasibility,  durability,  reliability,  porta¬ 
bility,  coapactness,  weight,  observer  convenience,  cost, 
aaintainence,  and  versitility  are  just  a  few  of  the  factors 
that  aust  be  considered.  It  is  not  always  possible  to 
find  a  solution  that  fulfills  all  the  requireaents  as 
coapletely  as  one  aight  desire,  and  coaproaises  are 
inevitable.  Indeed,  even  the  aost  qualified  critics  aay 
disagree  on  the  aerits  and  liabilities  of  the  aost  basic 
coaponents  of  a  field  instrunent. 

This  chapter  contains  the  favorable  and  adverse 
criticises  and  suggestions  of  the  five  observers  that 
used  the  instrunent  during  this  study.  They  do  not 
necessarily  represent  unaniaous  opinions  and  I  would 
expect  that  other  users  aay  disagree  with  soae  of  the 
stateaents. 

3.2  Telescope 

As  s  part  of  this  study,  siaultaneous  observations 
were  aade  on  the  saae  stars  with  a  DKM3-A  and  a  T-4. 

The  star  iaages  appeared  to  be  slightly  saaller,  but  of 
equal  or  slightly  greater  intensity  in  the  CKM3-A. 

The  instruaenfs  superior  lighting  and  focus  systeas 
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and  the  elimination  of  nearly  all  atray  light  (observa¬ 
tions  of  the  stars  as  din  as  7.0  Magnitude  were  nade  in 
a  lighted  observatory)  aakes  it  possible  to  produce 
exceptionally  sharp  star  images  over  a  wide  range  of 
magnitudes. 

3.3  Focusing 

Focusing  of  both  the  star  image  and  the  reticule 
pattern  is  quickly,  concisely,  and  conveniently  accom¬ 
plished  by  the  focus  knob  and  ocular  focusing  ring. 

It  would  seen  wise  to  have  the  focus  knob  capped  to 
prevent  the  possibility  of  accidental  unknown  changes  in 
focus,  since  even  small  changes  in  focus  could  have 
adverse  effects  on  observations  such  as  latitude, 

3.4  Astronomic  Micrometer 

The  OCM3-A*s  astronomic  micrometer  has  many  sub¬ 
stantial  improvements  incorporated  into  its  design. 

The  optically  read  "drum  scale**  is  especially  praise¬ 
worthy.  The  bold,  easily  read  numbers  and  graduations 
are  very  evenly  illuminated  by  the  tinted  rheostatically 
controlled  internal  lighting  system  -  a  combination  that 
not  only  reduces  eyestrain  to  a  minimum  but  makes  mis¬ 
reading  very  unlikely.  The  differences  between  this 
completely  optical  system  and  the  graduated-knob  system, 
such  as  employed  by  the  T-4,  are  reminiscent  of  the 
differences  in  the  plate  reading  systems  of  the  internally 
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lighted  optically  read  theodolite  and  the  doable-circle 
vernier  read  engineer's  transit. 

One  seeaingly  valid  adverse  criticisn  of  the  DKM3-A'a 

v 

drva-scale  is  the  use  of  120  divisions.  Nhile  this  does 
■she  each  graduation  very  nearly  equal  to  one  second 
of  arc,  equatorial  value,  any  ainor  advantages  that  night 
result  fron  such  a  condition  are  nore  than  offset  by  the 
sacrifice  of  a  decinal  relationship  between  the  whole 
turns  as  deterained  by  the  reticule  lines  and  the  fraction¬ 
al  turns  as  read  fron  the  drua  scale.  This  adds  unnecessari¬ 
ly  to  the  conputations  and  is  a  possible  source  of  error. 

The  daaping  knob  allows  the  aicroaeter  to  be  rotat¬ 
ed  fron  the  aziauth  to  senith  distance  aeasuring  position, 
or  back,  without  changing  focus  or  using  any  accessory 
tools.  This  is  oot  only  an  observer  convenience,  but 
a  tine  saver  as  well. 

The  selection  of  the  approxiaate  equatorial  value 
is  a  very  inport ant  consideration  in  the  design  of  an 
astronoaic  aicroaeter.  The  entire  teapo  of  star  obser¬ 
vations  and  the  attainable  accuracies  of  certain  deter- 
ainations  are  directly  effected  by  the  equatorial  value 
selected. 

Zt  is  iaportant  that  during  longitude  deterainations 
the  observer  has  sufficient  tine  to  properly  acconplish 
all  the  necessary  readings  and  reversing  operations 
between  the  end  of  the  track-in  and  the  beginning  of  the 
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track-out  of  any  star.  Coason  practice  ia  for  the 
observer  to  pick  up  the  atar  alightly  outside  the  3  (  15  ) 
wire  and  track  the  atar  approximately  2}  turns,  thus 
leaving  off  at  about  2§  to  2$  turns  froa  transit*  Since 
he  will  begin  the  track-out  froa  that  aaae  point  he  aust 
be  able  to  perfora  all  of  the  necessary  operations  and 
be  ready  to  begin  the  track-out  in  the  tiae  required 
for  the  star  to  travel  about  5\  turns.  With  the  DKM3-A 
this  is  about  45  seconds  for  equatorial  stars. 

During  the  course  of  this  study  nuaerous  stars  of 
very  low  declinations  were  observed.  With  only  a  mini- 
aua  of  practice  the  observers  were  able  to  Beet  the  tiae 
requirement. 

The  most  iaportant,  demanding,  and  fatigued duty 
of  the  observer  during  longitude  observations  is  the 
actual  tracking  of  the  stars.  Zt  is  an  advantage  then 
to  reduce  the  tracking  tiae  to  a  miniaum,  consist ant  with 
the  required  accuracy,  because  it  i;  likely  that  the 
observer  efficiency  and  accuracy  will  diminish  as  he 
tires.  The  DTM3-A  requires  20%  less  tracking  than  the 
T-4  -  a  significant  reduct/  a. 

3.5  Horrebow  Level  System 

The  Horrebow  level  ayatea  in  its  present  fora  is 
adequate,  but  somewhat  cumbersome  under  field  conditions. 
The  actual  operating  and  reading  of  the  levels  once  they 
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fchvebeen  Mounted  end  adjusted  creates  no  difficulties. 
The  vials  are  clearly  narked  and  conveniently  read  in 
the  overhead  mirror.  The  internal  bubble  lighting 
system  was  not  used  during  this  study,  at  the  recommen¬ 
dation  of  the  manufacturer,  but  either  the  instruments 
hand  lamp  or  an  ordinary  flashlight  provided  adequate 
lighting. 

The  differences  in  instrumental  meridian  inclina¬ 
tions  as  determined  by  the  two  different  vials  were 
small,  in  the  order  of  *  01*10  and  showed  no  correlation 
to  the  degree  of  instrument  dislevelment.  The  major 
source  of  the  differences  is  likely  due  to  random  read¬ 
ing  inaccuracies. 

The  Horrebow  level  mount  is  not  desirable  for  field 
operations.  In  order  to  adjust  the  bubbles*  lengths 
which  requires  dumping  the  vials,  the  entire  mount  must 
be  removed  from  the  instrument.  With  bubbles  of  such 
high  sensitivity  it  is  very  difficult  to  accurately 
determine  the  bubbles* lengths  until  the  entire  system 
has  been  remounted  and  the  bubbles  have  had  time  to  come 
to  rest.  It  may  sometimes  be  necessary  to  repeat  the 
process  several  times  before  both  bubbles  can  be  made 
the  desired  length.  The  process  can  be  time  consuming, 
produce  excessive  wearing  of  the  system  and  create  oppor¬ 
tunities  for  damaging  the  instrument  and  levels.  The 
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system  does  have  the  advantage  that  the  levels  cannot 
be  accidentally  dumped  during  the  course  of  observations, 
but  this  is  of  little  significance  to  experienced  observ¬ 
ers. 

A  wore  desirable  system,  that  could  be  achieved 
through  ainor  instrument  modification,  would  permit  the 
easy  removal  of  the  levels  alone.  The  ssuat  would  then 
be  semi -permanent  in  nature  (the  entire  mount  would  not 
normally  be  removed  in  the  field)  and  only  the  levels 
would  be  removed  during  transporting.  The  bubbles'  lengths 
would  be  more  easily  adjusted,  danger  of  instrument 
damage  would  be  minimized,  and  the  advantage  that  the 
bubbles  could  not  be  accidentally  dumped  would  sot  be 
sacrificed.  The  entire  system  would  still  be  relatively 
easily  removed  for  maintainence. 

3.4  Leveling  Knobs 

The  leveling  knobs  tend  to  be  slightly  stiff  to 
operate,  especially  when  the  heavily  weighted  striding 
level  is  in  place,  and  make  fine  leveling  a  rather 
tedious  procedure.  Consequently,  minor  "touch-up" 
leveling  during  an  evenings  work  is  not  easily  accomplish¬ 
ed  and  if  the  instrument  drifts  outside  the  level  toler¬ 
ance  the  entire  leveling  procedure  must  be  repeated. 

The  disadvantage  is  minimised  by  the  excellent  stability 
of  the  instrument  and  the  end  result  is  a  relatively 
desirable  system. 
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3.7  Setting  2enlth  Distances 

It  was  mentioned  in  Section  1,6  that  the  DKM3-A 
does  not  have  an  auxiliary  setting  circle*  such  as  the 
T-4,  and  therefore  the  telescope  oust  be  set  to  the 
proper  zenith  distance  for  star  pick-up  using  the  vertical 
circle. 

Any  doubts  about  the  systems  adequacy  were  quickly 
dispelled  as  the  observers  found  that  settings  could  be 
■ade  with  an  accuracy  of  about  4  i  Minute  of  arc  in  a 
■atter  of  seconds.  The  exceptionally  short  telescope  can 
be  Manipulated  with  one  hand,  leaving  the  other  hand  free 
to  operate  the  vertical  clasp,  while  viewing  the  plate 
through  the  reading  ocular.  A  setting  circle  is  not 
only  not  needed,  but  would  Most  likely  prove  a  hindrance 
to  the  observer. 

3.8  Additional  Factors  and  Conclusions 

There  are  Many  small  items  that  may  not  seen  im¬ 
portant  in  themselves,  but  never  the  less  significantly 
effect  the  DOO-A'a  value  as  a  field  instrument. 

The  optical  plummet  provides  a  convenient  method 
for  accurately  centering  the  iestrument  over  a  mark  - 
an  inportant  requirement  for  azimuth  determinations. 

Prism  eyepieces  are  available  for  use  during  observations 
such  as  azimuth  or  triangulation.  The  lighting  system, 
completely  rheostatically  controlled,  is  excellent 


throughout  the  instrument.  The  instrument^  control  knobs 
sre  very  conveniently  located. 

The  tool  kit  that  is  included  with  the  instrument 
and  located  in  the  base  of  the  carrying  base  is  not 
completely  adequate.  The  auto-collimator  light  housing 
tends  to  interfer  with  one  of  the  micrometer  tracking 
knobs.  The  deeply  recessed  alidade  level  is  rather 
difficult  to  view. 

These  are  just  a  few  of  the  items  that  add  and  de¬ 
tract  from  the  DKM3-A,  and  effect  an  observer's  overall 
opinion  of  the  instrument. 

The  reactions  of  the  five  observers  that  used  the 
DKM3-A  during  this  study  could  only  be  described  as 
enthusiastic.  The  instrument  shows  every  sign  of  being 
an  excellent  field  instrument. 


CHAPTER  6 


CONCLUSIONS 

6.1  Accuracy 

The  results  of  the  Halted  mmber  of  observations 
aade  during  this  study  indicate  that  the  DKM3-A  is  capable 
of  producing  both  first -order  latitude  and  first-order 
longitude  determinations  as  defined  in  Chapter  3  of  this 
thesis. 

The  instrument's  latitude  capabilities  have  further 
been  confirmed  by  an  informal  test  conducted  by  the 
USC  &  OS  in  May  of  1964  (  18  ).  The  Geodetic  Survey  of 
Canada  is  presently  making  an  extensive  field  test  of  the 
EKM3-A  invclving  observations  on  27  field  stations.  The 
results  of  that  test  should  produce  more  reliable  con¬ 
clusions  about  its  attainable  accuracies  t  6  )• 

6.2  Field  Characteristics 

The  I2CK3-A  is  an  excellent  field  instrument  from 
the  viewpoints  of  portability*  versatility*  and  observer 
convenience.  While  very  little  can  be  concluded  about 
an  instruments  durability,  required  maint ainance *  dependa¬ 
bility*  and  such  related  long  term  considerations  ftxa 
a  test  of  such  short  duration*  the  EKM-3  has  already 
proven  that  the  basic  mechanical  and  optical  components 
are  sound*  and  it  is  likely  that  the  IXM3-A  will  prove 
adequate  in  these  respects  also.  The  additions  of  the 
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astronomic  micrometer,  weighted  striding  level,  end 
double  Horrebow  level  do  add  considerably  to  the  weight 
that  the  vertical  axis  system  must  support,  and  its 
effect  on  the  life  of  the  system  could  prove  significant 
A  field  instrument  can  only  prove  itself  after  years  of 
use  under  varying  conditions,  but  the  DKi*J-A  appears  to 
have  all  the  necessary  ingredients  to  me£.e  it  a  valuablt 
addition  to  the  geodesists'  array  of  tools. 
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